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1.  INTRODUCTION:  Narrative  that  briefly  (one  paragraph)  describes  the  subject,  purpose  and  scope  of  the  research. 


Resuscitative  balloon  occlusion  of  the  aorta  (REBOA)  has  been  clinically  demonstrated  to 
stop  bleeding  below  the  diaphragm.  It  has  the  potential  to  significantly  decrease  blood  loss  thereby 
decreasing  blood-product  resuscitation  requirements,  improve  physiologic  parameters,  and 
ultimately  lead  to  increased  survival  in  patients  in  hemorrhagic  shock  from  severe  torso  injury.  This 
is  a  simple  endovascular  technique  which  can  be  taught  to  forward  deployed  physicians  and  has 
over  the  past  decade  vastly  improved  the  survival  of  ruptured  abdominal  aortic  aneurysm  patients. 
Although  the  technique  is  still  in  its  infancy  for  trauma  patients,  we  predict  that  the  use  of  intra¬ 
aortic  balloon  occlusion  will  improve  the  survival  of  trauma  patients  and  reduce  morbidity.  We 
have  undertaken  a  2  phase  study  to  evaluate  simulation-based  REBOA  training  and  the 
effectiveness  of  REBOA  stabilization  of  severe  intra- abdominal  hemorrhagic  shock  and/or  pelvic 
fracture  patients.  In  phase  I,  a  simulator  based  REBOA  training  curriculum  was  developed  to  train 
STC  clinicians,  and  its  efficacy  will  be  evaluated.  Phase  2  is  a  single  center,  prospective 
observational  study  in  which  patients  with  severe  hemorrhagic  shock  and/or  pelvic  fracture 
admitted  to  the  Trauma  Resuscitation  Unit  of  our  level  1  trauma  center  are  stabilized  with  REBOA. 
Our  main  objective  was  to  assess  the  impact  on  mortality  and  morbidity  after  REBOA.  We 
hypothesized  that  use  of  REBOA  in  cases  of  NOTH  will  decrease  morbidity  and  mortality. 


2.  KEYWORDS:  Provide  a  brief  list  of  keywords  (limit  to  20  words). 


Trauma;  Hemorrhage;  Junctional  Hemorrhage;  Non-Compressible  Torso  Hemorrhage  (NCTH); 
Combat  Casualty  Care;  Aortic  Occlusion;  REBOA;  Resuscitative  Endovascular  Occlusion  of  the 
Aorta;  Thoracotomy;  Aortic  cross-clamp;  Simulation;  Virtual  reality  simulation;  Endovascular 


3.  ACCOMPLISHMENTS: 


What  were  the  major  goals  of  the  project? 

Hypothesis  1 :  A  simulator  based  learning  platform  is  effective  to  train  physicians  who  are  already 
skilled  in  vascular  access  procedures,  to  place  REBOA. 

Specific  Aim:  Design  and  evaluate  a  comprehensive  simulator  based  training  program  to  train 
attending  trauma  surgeons,  critical  care  faculty,  trauma  fellows,  and  chief  residents  to  perform 
REBOA. 

Hypothesis  2:  Use  of  resuscitative  endovascular  balloon  occlusion  of  the  aorta  (REBOA)  in  cases 
of  non-compressible  torso  hemorrhage  (NOTH)  of  the  abdomen  and  pelvis  will  decrease  the 
morbidity  and  mortality  associated  with  this  often  fatal  pattern  of  injury  with  improved 
physiological  parameters,  outcomes,  and  recovery  periods  and  will  allow  time  for  vascular  repair. 

Specific  Aim:  Evaluate  the  ability  of  REBOA  to  improve  survival  and  functional  outcomes  in 
patients  with  NOTH.  Analysis  of  continuously  recorded  vital  sign  data  will  show  that  the  use  of 
REBOA  will  improve  physiologic  parameters  in  patients  with  NOTH. 

What  was  accomplished  under  these  goals? 

Hypothesis  1:  A  simulator  based  learning  platform  was  created  to  educate  physicians  to  place 
REBOA.  This  training  course  initially  incorporated  utilizing  the  CODA®  catheter  to  perform 
REBOA.  After  FDA  approval  of  a  new  novel  REBOA  catheter  (ER-REBOA™  (Prytime  Medical, 
Boerne,  TX))  in  October  2015,  we  incorporated  this  catheter  into  our  practice  in  February  2016. 
Our  REBOA  training  course  (Basic  Endovascular  Skills  in  Trauma  (BEST)  course)  and  standard 
operating  procedure  was  updated  to  incorporate  this  new  catheter.  The  BEST  course  continues  to 
be  held  and  training  of  new  trauma  surgery  fellows  and  new  staff  occurs.  A  modified  BEST  course 
was  also  held  at  the  American  College  of  Surgeons  Clinical  Congress  (October  16-20,  2016, 
Washington,  DC)  and  at  the  30th  Eastern  Association  for  the  Surgery  of  Trauma  (EAST)  Annual 
Scientific  Assembly  (January  10-14,  2017,  in  Hollywood,  FL).  See  appendix  A  for  a  description 
and  analysis  of  the  BEST  course.  See  #6  Products  for  a  full  listing  of  associated  conference 
abstracts  related  to  the  training  course. 

Hypothesis  2:  Multiple  abstracts  have  been  presented  at  various  conferences  (see  #6  Products  for  a 
full  listing  of  associated  abstracts  presented  at  conferences,  and  #6  for  manuscripts  currently 
accepted/published).  We  enrolled  a  total  of  86  patients  into  an  observational  trial.  See  appendix  B 
for  a  clinical  description  and  analysis. 


What  opportunities  for  training  and  professional  development  has  the  project  provided? 

There  have  been  multiple  participants  who  work  on  this  project  who  have  been  able  to  present  different  works  as  abstracts  at 
various  conferences  (see  #6  Products  for  a  full  listing).  Participants  have  also  had  an  opportunity  to  attend  the  various 
lectures  and  educational  opportunities  that  are  associated  with  each  of  these  conferences. 

The  periodic  performance  of  the  BEST  course  also  provides  an  opportunity  for  participants  to  continually  practice  their 
professional  skillset  as  educators. 


How  were  the  results  disseminated  to  communities  of  interest? 


Information  regarding  scientific  findings  were  disseminated  at  conferences.  A  full  listing  of  abstracts  and  conferences  can  be 
found  in  the  Products  section  (#6). 


What  do  you  plan  to  do  during  the  next  reporting  period  to  accomplish  the  goals? 


Nothing  to  report. 


4.  IMPACT: 

What  was  the  impact  on  the  development  of  the  principal  discipline(s)  of  the  project? 

This  study  has  helped  our  institution  with  evidence  based  guidelines  for  the  use  of  REBOA.  This  data  is  in  various  stages  of 
presentation,  or  manuscript  in  preparation  format. 

What  was  the  impact  on  other  disciplines? 

Nothing  to  report. 


What  was  the  impact  on  technology  transfer? 

Nothing  to  report. 


What  was  the  impact  on  society  beyond  science  and  technology? 


5.  CHANGES/PROBLEMS: 


1.  On  November  9th,  2015,  the  University  of  Maryland  transitioned  their  clinical  electronic  medical 
record  to  a  new  software  package.  This  transition  was  anticipated,  but  our  new  electronic  data  tool 
had  IT  compatibility  issues  with  the  new  software  and  was  non-functional.  Our  backup  procedures 
for  paper  documentation  were  re-initiated  and  continue  currently. 

2.  The  new  electronic  medical  record,  which  necessitated  a  redesign  of  our  electronic  data  tool.  This 
is  now  complete  and  being  used  to  enter  and  store  study  data. 

3.  Our  CORE  staff  had  unforeseen  staffing  issues  on  Thanksgiving  Day  2015  and  as  a  result, 
approximately  24  hours  of  prospective  data  collection  time  were  lost.  This  did  not  affect  our  study 
as  no  patients  matched  screening  criteria  during  this  time. 

4.  Due  to  the  riots  during  spring  2015,  the  city  was  closed  to  travel  by  all  non-essential  personnel.  Our 
research  staff  was  unable  to  report  for  work,  resulting  in  a  gap  of  48  hours  of  prospective  data 
collection.  The  clinical  staff  present  in  the  Trauma  Center  assumed  the  responsibility  of  noting  any 
REBOA  placements.  No  placement  occurred  during  this  time  and  no  data  was  lost. 

5.  On  February  1,  2016,  a  newly  FDA-approved  device  compatible  with  a  smaller  7Fr  sheath  was 
available  for  clinical  use.  The  SOP  and  data  tool  were  updated  in  anticipation  of  these  devices 
becoming  available  and  were  updated  immediately. 

6.  Continuing  IRB  approval  was  obtained  on  May  4,  2016,  extending  approval  for  the  project  to  May 
3,2017. 

7.  Continuing  IRB  approval  was  obtained  on  March  31,  2017,  extending  approval  for  the  project  to 
March  28,  2018.  There  have  been  no  other  new  changes  or  problems  during  this  reporting  period. 


Actual  or  anticipated  problems  or  delays  and  actions  or  plans  to  resolve  them 


Nothing  to  report. 


Changes  that  had  a  significant  impact  on  expenditures 


Nothing  to  report. 


Significant  changes  in  use  or  care  of  human  subjects 


Nothing  to  report. 


Significant  changes  in  use  or  care  of  vertebrate  animals 


Nothing  to  report. 


Significant  changes  in  use  of  biohazards  and/or  select  agents 


6. 


PRODUCTS: 


•  Publications,  conference  papers,  and  presentations 
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9.  APPENDICES: 


Appendix  A:  Review  of  Educational  Course  and  Simulator  Based  Learning  Platform  to  Educate 
Physicians  to  Placed  REBOA 

Hypothesis  1: 

A  simulator  based  learning  platform  is  effective  to  train  physicians  who  are  already  skilled  in  vascular 
access  procedures,  to  place  REBOA. 

Technical  Objectives  and  Associated  Specific  Aims: 

Standardized  REBOA  technique. 

A  standardized  protocol  for  REBOA  placement  was  established.  The  common  femoral  artery  is 
accessed  either  directly  via  open  cut-down  or  percutaneously  using  external  landmarks  only  or  using 
ultrasound  guided  placement.  Once  accessed,  dilators  are  then  utilized  to  upsize  to  the  appropriate  sized 
sheath  (12  Fr  sheath  if  using  CODA®  catheter  (Cook  Medical,  Bloomington,  IN),  and  7  Fr  sheath  if  using 
ER-REBOA™  (Prytime  Medical,  Boeme,  TX)).  Catheter  insertion  distance  is  then  approximated  using 
external  morphometric  landmarks.  The  catheter  system  (including  wire  for  CODA®  catheter)  is  then  inserted 
to  the  appropriate  distance.  Radiographic  confirmation  of  catheter  placement  is  suggested  prior  to  balloon 
inflation  (although  blind  balloon  inflation  has  been  performed  without  complication  during  this  study).  The 
balloon  should  then  be  inflated  and  additional  radiographic  confirmation  should  be  obtained.  Standardized 
clinical  performance  of  REBOA  on  the  VIST  Mentice  simulator,  as  well  as  formal  clinical  standard 
operating  procedure  was  created  (see  figure  1). 


Development  and  Analysis  of  VIST  Simulator  Training  Program  by  Knowledge  Acquisition  related  to 
the  REBOA  Procedure  and  Performance  on  the  VIST  Simulator. 

A  VIST  simulator  training  program  with  powerpoint  lectures  and  hands-on  training  was  established. 
A  description  of  the  indications  for  REBOA  is  given,  as  well  as  a  detailed  description  of  step-by-step 
method  of  performing  REBOA.  After  the  lecture,  participants  were  then  trained  and  allowed  to  practice  the 
individual  steps  of  performing  REBOA  on  a  VIST  Mentice  simulator  (Mentice,  Gothenberg,  Sweden).  A 
preliminary  analysis  of  physician  knowledge  related  to  REBOA  before  and  after  didactic  and  simulator 
sessions  was  performed.  43  physicians  participated  in  the  pre-  and  post-test  analysis.  Physicians  had  a  mean 
improvement  of  2.7+1. 6  questions  (19+11%)  correct  in  the  post-test  course  (out  of  14  questions).  As  seen 
in  Figure  2-4,  Most  physicians  had  an  improvement  with  the  post-test  score,  and  none  had  a  decrease  in  their 
score  (as  seen  in  Figures  1  and  2,  demonstrated  distribution  of  differences  in  pre-and  post-tests  and  their 
paired  profiles.  No  physicians  changed  their  answers  from  a  correct  answer  on  the  pre-test  to  an  incorrect 
answer  on  the  post-test  as  seen  in  by  an  analysis  of  agreement  between  tests  in  Figure  4. 


Figure  1:  Clinical  Standard  Operating  Procedure 


Hypotensive  (SBP  <  90) 
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Figure  2:  Improvement  in  Knowledge  by  Pre-  and  Post-Test  Analysis,  Distribution  of  Difference  between 
Post-Test  and  Pre-Test 
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Figure  3:  Paired  Profiles  of  Post-Test  and  Pre-Test  Performance  and  Improvement 
Knowledge 


Figure  4:  Analysis  of  Agreement  of  Pre-test  and  Post-test  Answers 
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Using  a  VIST-Mentice®  (Mentice,  Gothenberg,  Sweden)  endovascular  simulator, 
physicians  were  asked  to  perform  REBOA.  This  simulator  consists  of  a  personal  computer-based 
software  coupled  with  a  haptics  unit  through  which  devices  are  inserted  and  manipulated.  Of  note, 
this  virtual  reality  simulator  has  vital  sign  monitoring  that  is  responsive  to  complete  aortic 
occlusion,  as  well  as  simulation  of  radiographic  imaging.  The  simulator  also  provides  tactile 
feedback  with  balloon  inflation  by  simulating  the  pressure  required  to  inflate  the  balloon.  The 
procedure  involved  starting  with  arterial  access  already  obtained  with  a  5  French  arterial  line  in 
place  and  required  the  participants  to  upsize  arterial  access  to  the  appropriately  sized  12  French 
arterial  sheath.  Next,  a  wire  is  positioned  at  the  appropriate  distance  using  external  morphometric 
landmarks  of  the  simulator.  Radiologic  confirmation  is  obtained  between  each  step.  A  CODA 
catheter  is  then  inserted  and  the  balloon  inflated  to  achieve  aortic  occlusion.  During  the  procedure, 
evaluators  did  not  provide  assistance  for  tool  selection,  suggesting  steps  for  task  progression,  or 
assisting  with  procedural  tasks.  Each  physician  performed  this  task  six  times.  Participants  improved 
the  time  to  perform  the  task  from  the  first  attempt  to  the  sixth  attempt  a  mean  of  120+36  seconds. 
The  distribution  of  improvement  can  be  seen  in  Figure  5.  An  examination  of  paired  profiles  (Figure 
6),  agreement  (Figure  7),  and  q-q  plot  (Figure  8)  demonstrate  that  all  participants  improved  their 
times  from  the  first  attempt  to  the  last  (sixth)  attempt. 

Figure  5:  Distribution  of  Difference  Between  First  and  Sixth  Attempt 
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Figure  6:  Paired  Analyses  of  Improvement  Between  First  and  Sixth  Attempt 


Figure  7:  Agreement  Plot  of  Improvement  from  First  to  Sixth  Attempt 
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A  validated  REBQA  placement  training  program. 

An  abstract  of  the  findings  was  written  and  presented  at  the  Annual  Meeting  of  American 
College  of  Surgeons,  October  16-20,  2016,  and  was  presented  at  the  World  Congress  of  Trauma 
in  Basil,  Switzerland  in  8/2017.  A  manuscript  is  currently  in  process. 

RESUSCITATIVE  ENDOVASCULAR  BALLOON  OCCLUSION  OL  THE  AORTA  (REBOA) 
CAN  BE  DEPLOYED  RAPIDLY  AND  SAFELY  BY  ACUTE  CARE  SURGEONS 
DAVID  HAMPTON  MD,  MENG,  WILLIAM  TEETER  MD,  GEORGE  HAGEGEORGE, 
MELANIE  HOEHN  MD,  DEBORAH  STEIN  MD,  MPH,  THOMAS  SCALEA  MD,  MEGAN 

BRENNER  MD,  MS 

Introduction:  REBOA  is  an  emergent  procedure  requiring  endovascular  skills.  We  hypothesized 
there  was  no  difference  in  REBOA  deployment  times  or  complications  between  acute  care 
surgeons  (ACS)  trained  in  endovascular  procedures  during  residency  (ACS-EP)  and  those  who 
did  not  (ACS-NEP),  and  ACS  virtual  reality  simulation  (VRS)  and  clinical  procedural  times  did 
not  differ. 

Methods:  Patient  demographics,  vital  signs,  and  trauma  statistics  were  obtained.  ACS 
professional  training  and  surgical  case  history  were  documented.  All  ACS  completed  a  1-day 
REBOA  VRS  course.  The  procedural  time  was  defined  as  the  interval  from  common  femoral 
arterial  access  to  balloon  inflation.  Published  VRS  results  were  compared  to  clinical 
performance.  Intra-group  ACS  and  patient  comparisons  were  made  using  chi  squared  and  student 
t-tests.  Significance  was  p  <  0.05. 

Results:  Twenty-eight  REBOAs  were  performed:  ACS-EP  (n=  11)  vs.  ACS-NEP  (n=17).  There 
was  no  difference  in  admission  SBP,  HR,  ISS,  or  BMI  between  patients  treated  by  either  group. 
There  was  no  difference  in  intra-group  procedure  times  (ACS-EP:  303  seconds  (SD:±100)  and 
ACS-NEP:  315  seconds  (SD:±105),  p=0.46).  There  was  no  difference  in  ACS  REBOA 
procedure  times  as  compared  to  VRS  training  (ACS:  310  seconds  (SD:±102)  versus  VRS:  277 
seconds  (SD:±55),  p=0.18).  There  were  no  REBOA-related  complications.  Sixty-eight  percent  of 
patients  arrived  in  arrest,  and  30-day  survival  was  11%. 

Conclusion:  There  was  no  difference  in  REBOA  deployment  times  or  complications  between  the 
two  groups.  ACS-NEPs  can  perform  REBOA  rapidly  and  safely  after  completion  of  a  1-day  VRS 
course.  This  is  the  first  study  to  validate  transfer  of  skills  from  VRS  to  clinical  performance  of 
REBOA. 


Appendix  B:  Clinical  Summary  and  Review  of  Data  Capture  Process:  Continuous  Vital 
Signs  (VS)  and  Videography 

Hypothesis  2: 

Use  of  resuscitative  endovascular  balloon  occlusion  of  the  aorta  (REBOA)  in  cases  of  non- 
compressible  torso  hemorrhage  (NCTH)  of  the  abdomen  and  pelvis  will  decrease  the  morbidity 
and  mortality  associated  with  this  often  fatal  pattern  of  injury  with  improved  physiological 
parameters,  outcomes,  and  recovery  periods  and  will  allow  time  for  vascular  repair. 

Technical  Objectives  and  Associated  Specific  Aims: 

1.)  Evaluate  the  ability  of  REBOA  to  improve  survival  and  functional  outcomes  in  patients  with 
NCTH.  Analysis  of  continuously  recorded  vital  sign  data  will  show  that  the  use  of  REBOA  will 
improve  physiologic  parameters  in  patients  with  NCTH. 


Descriptive  Characteristics  of  Population 


n 

Mean  ±  SD 

Total  Patients 

86 

Race 

Black 

45 

White 

38 

Asian 

1 

Hispanic 

2 

Gender 

Male 

72 

Female 

14 

Mechanism 

Penetrating 

29 

Blunt 

57 

Zone  1 

69 

Zone  3 

17 

ISS 

37+  15 

GCS 

6  +  5 

SBP  on  Admission  (for 
those  not  in  Cardiac 
Arrest) 

111+37 

HR  on  Admission 

(for  those  not  in  Cardiac 

Arrest) 

112  +  30 

n 

Mortality  (%) 

Patients  with  No  CPR 

28 

36% 

Patients  with  CPR  before  Aortic 
Occlusion  (AO)  only 

13 

69% 

Patients  with  CPR  at  time  of  AO 

7 

86% 

Patients  with  CPR  including  after 

AO 

14 

93% 

Patients  with  CPR  without  ROSC 

24 

100% 

Brief  Clinical  Summary 


During  the  study  period,  86  patients  had  REBOA  for  severe  non-compressible  hemorrhage  and 
traumatic  arrest.  Mean  age  was  40+18  years.  Mean  admission  GCS  was  6+5  and  mean  ISS 
37+15.  Mean  admission  SBP  and  HR  was  1 1 1+37  and  1 12+30,  respectively  for  those  patients 
with  vital  signs.  The  distal  thoracic  aorta  (Zone  1)  was  occluded  in  80%  of  patients  and  20%  had 
distal  abdominal  aortic  occlusion  (Zone  3).  Mean  time  to  aortic  occlusion  (including 
cannulation — after  delay  correction)  was  511+264s  and  femoral  artery  cannulation  was 
309+3 14s.  Percutaneous  access  was  used  in  43%,  and  groin  cutdown  used  in  57%,  including 
74%  of  those  in  arrest.  Overall  mortality  was  72%,  which  included  36%  for  hemorrhage  patients, 
69%  in  patients  who  had  cardiac  arrest  and  CPR  performed  before  aortic  occlusion  (AO),  86%  in 
patients  who  had  cardiac  arrest  and  CPR  at  time  of  AO  (and  may  have  had  CPR  before  AO), 

93%  in  patients  who  were  in  cardiac  arrest  and  CPR  performed  after  AO  (and  may  have  had  CPR 
before  and/or  at  time  of  AO),  and  100%  in  patients  who  were  in  cardiac  arrest  and  never  had 
return  of  spontaneous  circulation  (ROSC).  Of  the  patients  in  cardiac  arrest,  48%  were 
resuscitated  and  went  to  the  operating  room.  Four  patients  had  femoral  arterial  shunts  placed 
three  with  12  Fr  sheath,  one  with  7  Fr  sheath)  with  one  patient  surviving  to  definitive  repair 
(requiring  femoral  bifurcation  reconstruction).  Two  femoral  arteries  required  repair  with  patch 
angioplasty  (both  with  12  Fr  sheaths).  Three  balloon  ruptures  occurred  without  sequelae  after 
REBOA  use.  One  patient  developed  mesenteric  ischemia  that  was  directly  attributed  to 
prolonged  aortic  occlusion  time  (209  minutes).  No  aortoiliac  injury  occurred  from  REBOA  use. 


Real-time  Continuous  Vital  Signs  and  video  recording  and  archiving  system 


The  need  to  adequately  interpret  vitals  trends  and  subsequently  respond  rapidly  to  patient 
physiology  and  resuscitative  needs  is  particularly  paramount  following  trauma.  Large  quantities 
of  real-time  patient  monitoring  data  are  now  available  through  hospital  vital  signs  monitoring 
systems,  yet  vital  signs  are  typically  recorded  manually  periodically  by  clinical  staff.  Non- 
invasive  continuous  vital  signs  monitoring  provides  accurate  real-time  displays  of  continuous 
hemodynamic  and  perfusion  data  and  trends  that  might  provide  for  early  detection  of  circulatory 
deficits  that  can  contribute  to  both  significant  organ  dysfunction  and  death.  Continuous 
monitoring  may  both  allow  early  recognition  of  pathologic  processes  which  require  intervention 
and  may  give  clinicians  feedback  on  the  pathophysiological  processes  present  in  the  patient 
before  and  after  intervention. 

Our  goal  is  to  apply  this  sophisticated  data  collection  tool  in  order  to  provide  real  time  data 
regarding  the  physiologic  consequences  of  REBOA.  By  capturing  heart  rate,  heart  rate 
variability,  pulse  oximetry,  temperature,  end  tidal  C02,  respiratory  rate,  and  systolic  blood 
pressure  and  MAP  (if  arterial  line  present)  on  REBOA  patients,  we  will  be  able  to  quantify  the 
physiologic  changes  associated  with  REBOA  in  a  linear  fashion  as  they  relate  to  time  and  length 
of  balloon  occlusion  rate,  and  systolic  blood  pressure  and  MAP  (if  arterial  line  present). 

Theoretically,  the  continuous  monitoring  of  patient  vital  signs  during  balloon  inflation  should 
allow  for  assessment  of  time  to  hemodynamic  stability,  the  degree  of  stability,  and  what  happens 
to  the  patient  physiologically  when  the  balloon  is  deflated.  Such  detailed  data  will  allow  us  to 
fine  tune  and  perfect  our  technique.  In  addition  to  the  real  time,  time  stamped  continuous  vital 
signs  data,  all  trauma  bays  and  operating  rooms  at  STC  are  recorded  by  video  cameras  from 
multiple  angles,  which  gives  us  the  ability  to  thoroughly  document  the  exact  time  course  of 
resuscitation  efforts. 


Continuous  vital  signs  collection: 

Real-time  patient  VS  data  feed  is  collected  (Bed  Master)  every  2  seconds  and  recorded  for  future 
analysis.  Raw  real-time  VS  waveforms,  trends,  and  alarms  are  compressed  more  than  90%, 
transferred  to  a  centralized  VSDR  server  through  the  secure  hospital  intranet,  and  stored  securely 
for  linkage  with  demographic,  injury-specific  clinical,  imaging,  and  general  laboratory  data  for 
subsequent  analysis.  VSDR  collects  over  80  VS  variables  from  conventional  vital  signs  and 
physiologic  parameters — Sp02,  etc.,  shock  index  (systolic  blood  pressure  divided  by  heart  rate), 
continuous  electrocardiogram,  oxygen  saturation,  and  end-tidal  carbon  dioxide  waveforms  at  240 
Hz.  The  numerical  values  of  heart  rate,  blood  pressure,  intracranial  pressure,  cerebral  perfusion 
pressure,  respiratory  rate,  and  temperature,  are  recorded  every  2  seconds.  Data  rates  after 
compression  averaged  76.4  KB/h  for  numerical  and  12.3MB/h  for  waveforms.  The  VSDR  server 
is  interfaced  with  the  Shock  Trauma  Research  Registry,  which  provides  patient  demographic, 


admission  assessment,  laboratory,  and  outcome  data.  Custom  processing  and  viewing  programs, 
previously  developed  by  our  team,  are  used  for  real-time  patient  data  abstraction,  artifact 
removal,  5-  to  60-minute  time-window  averaging,  VS  variability,  and  summary  data  output  to 
both  computer  automatic  processing  and  human  reviewing. 

The  use  of  continuous  data  collection  allows  linear,  episodic  data  to  be  converted  to  2- 
dimentional  analysis.  Our  goal  is  to  apply  this  sophisticated  data  collection  tool  in  order  to 
provide  data  regarding  the  physiologic  consequences  of  REBOA.  By  capturing  heart  rate,  heart 
rate  variability,  pulse  oximetry,  temperature,  end  tidal  C02,  respiratory  rate,  and  systolic  blood 
pressure  and  MAP  (if  arterial  line  present)  on  REBOA  patients,  we  will  be  able  to  quantify  the 
physiologic  changes  associated  with  REBOA  in  a  linear  fashion  as  they  relate  to  time  and  length 
of  balloon  occlusion.  The  work  proposed  here  will  be  based  on  mean  and  standard  deviations  of 
the  every-6-second  raw  data  over  the  course  of  the  balloon  inflation.  We  will  calculate  the  dose 
of  time  spent  above  and  below  certain  vital  sign  thresholds  or  cut  offs  and  record  the  minimum 
and  maximal  values.  Vital  signs  before,  during,  and  after  REBOA  placement  will  be  assessed  and 
compared.  The  stability  of  vital  signs  readings  during  REBOA  placement  will  be  compared  to 
patient  outcomes. 

Triple  redundant  VS  collection  system  and  real-time  Monitor  of  monitors  for  ensuring 
reliable  data  collection 

In  order  to  capture  all  the  unscheduled  and  emergency  REBOA  cases,  it  is  critical  to  develop  a 
real-time  patient  vital  signs  collection  network  which  will  capture  all  patient  VS  at  anytime, 
anywhere  (13  TRU  and  10  ORs). 

STC  has  implemented  a  single  VS  collection  server-based  VSDR  system  in  the  past  10  years. 

The  effective  real-time  data  collection  rate  is  between  60%  to  80%  for  all  13  TRU  and  10  ORs. 
The  missing  VS  data  collection  was  mainly  due  to  hardware  and  software  failure  and  no  real¬ 
time  notification  of  collection  failure  and  user  errors. 

To  ensure  anytime,  anywhere  reliability  (>99%  collection  rate)  of  real-time  VS  data  collection, 
we  designed  and  implemented  a  triple  redundant  VS  collection  system  and  real-time  Monitor 
of  monitors  (MoMs)  for  live  VS  collection  status  notification. 


Fig.  9  illustrates  the  triple  redundant  VSDR  and  MoMs  system  architecture. 

BM1,  2,  3  are  the  VS  trend  data  collection  server  and  BMA.B.C  are  the  waveform  (240Hz)  and 
alarm  status  collection  server.  All  triple -redundant  data  servers  including  3  vital  signs  trend  data 
collectors  (blue  dots  in  Fig  9)  and  3  waveform  collectors  (green  dots  in  Fig  9),  send  the  latest 
data  with  timestamps  to  the  MoMs  Sever.  Fig.  10  shows  a  snippet  of  the  MoMs  system.  Each 
data  server  is  represented  by  a  large  block  (Fig  10).  Each  bed  unit  collected  by  such  server  is 
represented  by  a  colored  small  box.  If  a  bed  unit  is  online  in  the  last  5  minutes,  the  box  shows  in 
green,  with  the  admission  status  (admitted  or  discharged)  and  the  last  heart  rate  value.  If  a  bed 
unit  is  offline  for  longer  than  5  minutes,  the  box  is  colored  as  yellow.  It  turns  red,  if  the  bed  unit 
has  been  offline  longer  than  6  hours. 

Vital  signs  data  of  each  one  minute  median  are  submitted  to  three  independent  MoMs  servers 
(red  dots).  The  MoMs  server  processes  the  data  and  provides  the  patient  VS  data  collection  status 
in  real-time  to  any  remote  MoM  viewer  inside  the  hospital  intranet  (for  security  purposes). 

With  the  implementations  of  the  above  system  we  have  been  able  to  improve  our  data  collection 
rate  to  >99%  for  all  patient  beds. 


UMMC  Intranet 


•  BedMaster  1,2,3 

•  BedMaster  A, B,C 

•  Web/DB  servers 


Fig.  9  Illustration  of  VSDR  and  MoMs  system  architecture 
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Fig.  10  A  snippet  of  MoMs  system  of  230  bed  units  in  one  data  server 


Vital  Signs  data  abstraction  software. 

The  Vital  Signs  data  abstraction  software  was  developed  to  accurately  match  the  vital  signs  for 
feature  abstraction  and  statistical  analysis.  Based  on  the  REBOA  patient  admission  and  insertion 
time  (abstracted  from  videography),  we  are  able  to  match  vital  signs  data  to  REBOA 
performance  metrics  and  aortic  occlusion  time  with  high  accuracy. 


Figure  11.  Vital  Sign  Matching  Software 

REBOA  Vital  Signs  Viewer 

The  REBOA  Vital  Signs  Viewer  was  developed  to  provide  the  detailed  evaluation  of  the 
physiological  changes  pre  and  post  REBOA  procedure  (Figure  12). 


Figure  12.  REBOA  case  viewer  with  example  case  with  REBOA  performed  (AO- Aortic 
Occlusion  (green  dashed  line).  BD-Balloon  Deflation  (purple  dashed  line)) 

Vital  Signs  Data  Processing 

During  analysis  and  interpretation  of  hemodynamic  data,  it  was  noted  that  there  was  raw  data 
abstracted  from  continuous  vital  sign  recording  that  did  not  represent  physiologic  data  from  the 
patient.  An  example  of  this  included  recording  and  continued  data  capture  of  arterial  line  tracing 
while  the  arterial  line  was  disconnected  from  the  patient  and  was  being  upsized  for  sheath 
insertion  prior  to  REBOA  deployment  (this  is  represented  by  the  black  box  in  Figure  12  around 
time  of  AO-aortic  occlusion).  An  additional  example  of  inaccurate  data  included 
artifact/interference  created  by  cardio-pulmonary  resuscitation  and  chest  compressions  on  heart 
rate  recording.  Cases  were  reviewed  by  a  clinician  and  data  was  compared  to  the  medical  record 
and  available  videography.  A  clinician  then  determined  and  annotated  what  data  should  be 
excluded,  when  CPR  was  being  performed,  and  which  form  of  blood  pressure  measurement 
(non-invasive  cuff  or  arterial  line)  should  be  used  at  specific  time  points  for  data  analysis. 

VS  feature  abstraction  and  statistical  analysis. 

A  total  62  cases  are  included  in  the  current  analysis  out  of  86  enrolled.  Patients  who 
arrived  to  the  hospital  in  cardiac  arrest  and  never  had  return  of  spontaneous  circulation  were 
excluded  (24  cases).  Continuous  vital  signs  with  0.5  Hz  sample  rate  were  collected  for  REBOA 
cases.  Given  recorded  and  videography-verified  aortic  occlusion  time,  the  mean  of  the  systolic 
blood  pressure  and  heart  rate  for  10  minute  blocks  were  taken  before  (up  to  30  minutes  pre-AO), 
and  after  (up  to  120  minutes  after  AO).  When  continuous  vital  sign  monitoring  data  was  absent, 
vital  sign  data  from  the  medical  chart  and  anesthesia  records  was  included;  however,  there  were 
periods  of  time  in  which  there  were  no  recorded  vital  signs  (such  as  during  travel  from  the 
resuscitation  bay  to  the  operating  room)  and  periods  of  time  where  there  were  no  blood  pressure 
recordings  but  other  hemodynamic  data  was  recorded  (e.g.  heart  rate).  For  patients  who  had  the 


location  of  their  AO  changed  (from  zone  l(supra-celiac)  to  zone  3  (infra-renal)  or  vice  versa),  the 
time  was  noted  and  additional  analysis  of  hemodynamics  past  the  initial  AO  location  change 
were  not  included  in  the  analysis.  Blood  pressure  measurements  during  CPR  were  excluded. 
Based  on  the  location  of  REBOA  inflation  (Zone  1  is  at  the  diaphragm  and  Zone  3  just  proximal 
to  the  iliac  bifurcation  [See  illustration  below])  and  presence  vs  absence  of  pulse  on  arrival  to 
the  TRU,  the  study  cases  are  grouped  into  eight  categories: 

1.  Zone  1  group  1  are  patients  with  REBOA  performed  in  Zone  1  without  CPR  (N=18). 

2.  Zone  1  group  2  are  patients  with  REBOA  performed  in  Zone  1  with  CPR  before  AO 
(N=ll). 

3.  Zone  1  group  3  are  patients  with  REBOA  performed  in  Zone  1  with  CPR  around  the 
time  of  AO.  (N=6). 

4.  Zone  1  group  4  are  patients  with  REBOA  performed  in  Zone  1  with  CPR  after  AO 

(N=ll). 

5.  Zone  3  group  1  are  patients  with  REBOA  performed  in  Zone  3  without  CPR  (N=10). 

6.  Zone  3  group  2  are  patients  with  REBOA  performed  in  Zone  3  with  CPR  before  AO 
(N=2). 

7.  Zone  3  group  3  are  patients  with  REBOA  performed  in  Zone  3  with  CPR  around  the 
time  of  AO.  (N=l). 

8.  Zone  3  group  4  are  patients  with  REBOA  performed  in  Zone  3  with  CPR  after  AO 
(N=3). 


We  analyzed  the  median  systolic  blood  pressure  and  heart  rate  values  of  10  minute  blocks  up  to 
30  minutes  prior  to  aortic  occlusion  and  throughout  aortic  occlusion.  We  then  aggregated  these 
values  for  each  time  point  and  reported  them  as  a  box  plot  (with  mean,  IQR,  and  2nd  and  98th 
percentiles)  as  a  composite  of  the  entire  group.  Data  was  not  available  for  all  cases  within  each 
time  point,  so  the  number  of  cases  analyzed  is  reported  underneath  each  box  plot.  In  addition, 
aortic  occlusion  times  varied,  so  the  number  of  cases  available  to  analyze  decreased  with 
increasing  time  after  aortic  occlusion. 

For  zone  1:  within  group  1,  the  mean  aggregated  blood  pressure  increased  after  aortic  occlusion 
for  up  to  30  minutes  after  aortic  occlusion,  and  then  slowly  decreased,  but  did  not  reach  pre-AO 
levels  by  120  minutes  post-aortic  occlusion  (Figure  13).  In  addition,  heart  rate  initially  decreased, 
but  then  gradually  increased  (Figure  14).  Within  group  2,  the  mean  blood  pressure  increased  after 
aortic  occlusion  (Figure  15),  and  the  heart  rate  stayed  relatively  elevated  immediately  after  aortic 
occlusion  before  decreasing  at  20-40  minutes  after  AO  (Figure  16).  Group  3  (Figure  17  and  18) 
and  group  4  (Figure  19  and  20)  displayed  similar  trends,  with  an  increase  in  blood  pressure  after 
aortic  occlusion  and  an  increase  initially  in  heart  rate  after  aortic  occlusion. 

For  zone  3:  within  group  1,  the  mean  aggregated  blood  pressure  increased  after  aortic  occlusion 
and  then  stays  relatively  stable,  without  a  large  amount  of  variation  (Figure  21).  Similarly,  heart 
rate  decreases  after  aortic  occlusion  and  remains  relatively  stable  (Figure  22).  Groups  2  and  4 
(Figures  23  and  24,  and  Figures  27  and  28,  respectively)  only  had  a  few  patients  per  group,  but 
show  an  initial  increase  in  blood  pressure  and  minimal  change  in  heart  rate  after  AO.  Group  3 
contained  only  1  patient,  so  the  individual  case  was  presented,  instead  of  an  aggregate  of  patients. 
The  case  in  group  3  (Figures  25  and  26)  shows  a  decline  in  heart  rate;  and  after  return  of 
spontaneous  circulation  after  AO,  the  patient  was  severely  hypotensive  for  the  majority  of  time. 
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Figure  13:  Zone  1  Group  1  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  14:  Zone  1  Group  1  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  15:  Zone  1  Group  2  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  16:  Zone  1  Group  2  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  17:  Zone  1  Group  3  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  18:  Zone  1  Group  3  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  19:  Zone  1  Group  4  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  20:  Zone  1  Group  4  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  21:  Zone  3  Group  1  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  22:  Zone  3  Group  1  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  23:  Zone  3  Group  2  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  24:  Zone  3  Group  2  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  25:  Zone  3  Group  3  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  26:  Zone  3  Group  3  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  27:  Zone  3  Group  4  Systolic  Blood  Pressure  Aggregate  of  Mean  10-Minute  Intervals 
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Figure  28:  Zone  3  Group  4  Heart  Rate  Aggregate  of  Mean  10-Minute  Intervals 
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Arterial  Line  Monitoring  Characteristics  Around  the  Time  of  Aortic  Occlusion 

Figure  29:  Demonstration  of  Four  Generalized  Patterns  of  Blood  Pressure  Data  Acquisition 
Around  Time  of  AO.  In  graph  A,  no  recordable  blood  pressure  (arterial  line  or  noninvasive  cuff 
pressure)  is  obtained  before  AO  but  a  “palpable  pulse”  is  documented  and  an  arterial  line  is 
established  after  AO.  In  graph  B,  blood  pressure  data  is  obtained  with  a  noninvasive  cuff  with 
arterial  line  established  after  AO.  In  graph  C,  a  femoral  arterial  line  is  obtained  before  AO,  but  is 
then  sacrificed  to  be  upsized  for  a  sheath  for  REBOA,  and  then  an  arterial  line  is  established  after 
AO.  In  graph  D,  a  radial  arterial  line  or  the  ER-REBOA  arterial  line  monitoring  port  is  in  place 
before  the  decision  to  perform  REBOA  is  made  and  arterial  line  data  is  present  throughout. 
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Figure  30:  Cumulative  Incidence  of  Arterial  Line  Monitoring  Around  the  Time  of  Aortic 
Occlusion 
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Aortic  Occlusion  (AO)  Duration  (Minutes) 


The  timing  and  presence  of  arterial  line  transduction  in  relation  to  AO  was  compared  between  the 
CODA®  and  ER- REBOA™  catheters  given  the  fact  that  the  ER-REBOA™  catheter  has  an 
arterial  line  monitoring  port  above  the  level  of  the  balloon  while  the  CODA®  catheter  does  not. 
Before  AO,  94%  of  patients  who  had  REBOA  performed  using  the  CODA®  catheter  had  arterial 
line  monitoring,  with  35%  having  only  a  femoral  arterial  line  and  59%  having  a  radial  arterial 
line  in  place.  The  patients  with  only  femoral  arterial  lines  had  the  arterial  lines  sacrificed  to 
upsize  for  REBOA,  with  only  59%  of  patients  with  the  CODA®  catheter  having  arterial  line 
monitoring  in  place  at  time  of  AO.  Over  time  new  radial  arterial  lines  were  placed  in  patients 
after  AO.  In  comparison,  100%  of  patients  who  had  REBOA  performed  using  the  ER-REBOA™ 
catheter  had  arterial  line  monitoring  in  place  before  AO  with  73%  with  femoral  arterial  lines 
which  were  later  sacrificed  for  sheath  upsizing,  9%  (1  patient)  who  had  the  ER-REBOA™ 
placed  and  used  for  arterial  line  monitoring  without  any  other  arterial  lines,  and  18%  with  radial 
arterial  lines.  82%  (9  out  of  1 1)  had  the  ER-REBOA™  catheter  arterial  line  monitoring  port 
utilized  and  transduced.  The  two  patients  who  did  not  have  the  catheter  arterial  line  monitoring 
port  utilized  already  had  radial  arterial  lines  in  place  before  REBOA.  As  seen  in  Figure  n,  the 
cumulative  incidence  of  arterial  line  monitoring  before  AO  was  similar  between  both  catheters. 
Immediately  upon  AO,  there  was  a  higher  incidence  of  arterial  line  monitoring  with  patients  with 
the  ER-REBOA™  catheter  compared  to  the  CODA®  catheter.  Eventually  arterial  line 
monitoring  was  accomplished  for  all  patients  after  AO,  but  was  accomplished  dramatically 
sooner  in  more  patients  with  the  ER-REBOA™  catheter. 


Realtime  Video  Recording  System  Infrastructure  and  Video  Review: 


The  trauma  bays  in  the  STC  TRU  (trauma  resuscitation  unit)  and  the  operating  rooms  have 
integrated  audio-visual  recording  capability  and  are  recorded  continuously  from  multiple  angles. 
This  video  capability  will  allow  us  to  obtain  exact  timelines  of  REBOA  placement  and  other 
resuscitation  efforts  during  REBOA  placement  as  necessary  to  ensure  accuracy.  Video  is  stored 
for  48  hours  prior  to  being  deleted  without  appropriate  IRB  approvals. 

The  TRU  bays  are  video  recorded  by  three  cameras  pointed  toward  the  patient  resuscitation  area 
at  each  bay.  The  camera  over  the  lower  extremity  of  the  patient  is  the  Axis  P5534  Pan/Tilt/Zoom 
IP  camera.  The  camera  behind  the  head  area  of  the  patient  and  also  the  camera  located  outside 
the  bay  are  fixed  position  Axis  P3344-6MM. 

Capture  of  all  video  signals  (including  other  patient  care  units)  are  distributed  across  five  HP 
PowerEdge  R310  servers,  Intel  Xeon  2.27GHz  processors  with  4  GB  RAM  running  an  embedded 
version  of  Windows.  Videos  are  rendered  via  Vision  Client  7.2.1  and  output  in  AVI  format 
utilizing  H.264/MPEG-4  AVC  video  codec  for  playback  on  common  media  players. 


Prospective  REBOA  Data  Collection  and  Analysis 
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Appendix  C:  IRB  Approval  Letter 


University  of  Maryland,  Baltimore 
Institutional  Review  Board  (IRB) 
Phone:  (410)706-5037 
Fax:  (410)706-4189 
Email:  hino-u  mnarvlanilcdu 


APPROVAL  OF  RESEARCH  NOTIFICATION 


Date  March  31,2017 

To:  Megan  Brenner 

RE:  HCR-H  P-0006 1 192-2 

Type  of  Submission:  Continuing  Review 

Type  of  IRB  Rev  iew:  Expedited 

Approval  for  this  project  h  valid  from  3/29/2017  to 3/28/2018 


This  is  to  certify  that  the  University  of  Maryland,  Baltimore  (UMB)  Institutional  Review  Board  (IRB)  approved  the 
continuing  review  report  for  the  above  referenced  protocol  entitled,  "Clinical  Study  of  Resuscitatixe  Endovascular 
Balloon  Occlusion  uf  the  Aorta  (REBOA)  for  Sewn  Pelvic  Fracture  and  Inira-ahdonunal  Hemorrhagic  Shock  using 
Continuous  I  ital  Signs". 

The  IRB  has  determined  that  this  protocol  qualifies  for  expedited  review  pursuant  to  Federal  regulations  45  CFR 
46.1 10, 21  CFR  56.1 10.  &  38  CRF  16.1 10  category(ies): 

(5)  -  Research  involving  materials  (data,  documents,  records,  or  specimens)  that  have  been  collected  for  any 
purpose,  or  will  be  collected  solely  for  non-research  purposes. 


The  IRB  made  the  follow  ing  determinations  regarding  this  submission: 

-  A  waiver  of  consent  has  been  approv  ed  per  45  CFR  46.1 16(d). 

-  A  waiver  of  HIPAA  authorization  for  release  of  die  PHI  identified  in  the  CICERO  application  has  been  reviewed 
and  approved  for  this  research  study. 
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In  conducting  this  research  you  arc  required  to  follow  the  requirements  listed  in  the  INVESTIGATOR  MANUAL. 
Investigators  are  reminded  that  the  1RB  must  be  notified  of  any  changes  in  the  study.  In  addition,  the  PI  is 
responsible  for  ensuring  prompt  reporting  to  the  IRB  of  proposed  changes  in  a  research  activity,  and  for  ensuring 
that  such  changes  in  approved  research,  during  the  period  for  which  IRB  approval  has  already  been  given,  may  not 
be  initiated  without  IRB  review  and  approval  except  when  necessary  to  eliminate  apparent  immediate  hazards  to  the 
subject  (45  CFR  46. 1 03(4 R  iii)).  The  PI  must  also  inform  the  IRB  of  any  new  and  significant  information  that  may 
impact  a  research  participants'  safety  or  willingness  to  continue  in  the  study  and  any  unanticipated  problems 
involving  risks  to  participants  or  others. 

DHHS  regulations  at  45  CFR  46.109  (e)  require  that  continuing  rev  iew  of  research  be  conducted  by  the  IRB  at 
intervals  appropriate  to  the  degree  of  risk  and  not  less  than  once  per  tear.  The  regulations  make  no  provision  for 
anv  grace  period  extending  the  conduct  of  the  research  beyond  5/28/2018.  You  will  receive  continuing  review 
email  reminder  notices  prior  to  this  date;  however,  it  is  your  responsibility  to  submit  your  continuing  rev  icw  report 
in  a  timely  manner  to  allow  adequate  time  for  substantive  and  meaningful  IRB  review  and  assure  that  this  study  is 
not  conducted  beyond  5/28/2018.  Investigators  should  submit  continuing  review  reports  in  the  electronic  system  at 
least  six  weeks  prior  to  this  date. 

Research  activity  in  which  the  VA  Maryland  Healthcare  System  ( VA.MHCS)  is  a  recruitment  site  or  in  which  VA 
resources  (i.e..  space,  equipment,  personnel,  funding,  data)  arc  otherwise  involved,  must  also  be  approved  by  the 
VAMHCS  Research  and  Development  Committee  prior  to  initiation  at  the  VAMHCS.  Contact  the  VA  Research 
Office  at  410-605-7000  ext.  6568  for  assistance. 

The  UMB  IRB  is  organized  and  operated  according  to  guidelines  of  the  International  Council  on  Harmonization,  the 
United  States  Office  for  Human  Research  Protections  and  the  United  States  Code  of  Federal  Regulations  and 
operates  under  Federal  Wide  Assurance  No.  FWA00007 145. 

If  you  have  any  questions  about  this  review  or  questions,  concerns,  and/or  suggestions  regarding  die  Human 
Research  Protection  Program  (HRPP).  please  do  not  hesitate  to  contact  the  Human  Research  Protections  Office 
(HRPO)  at  (410)  706-5057  or  HRPOut  umarvland.edu. 
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